An unintentional left ventricular stimulation.
A 31-year-old man had undergone pacemaker implantation for complete atrio-ventricular block six years before. Permanent ventricular stimulation was seen on the ECG. The QRS complex was negative in leads I, VL and V2 to V5. The ventricular lead tip was found to be screwed into a branch of the great cardiac vein. Unintentional coronary sinus fixed-screw lead implantation has not to our knowledge been reported before.